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SensIT Test and Measurement

File Edit WView Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode

Digplay Table | Sum Channel | Math Channel
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SensIT Test and Measurement

File Edit View Format Help

Dizplay Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode

Dizplay Table | Sum Channel | M ath Channel

Ch# Status SN Reading Units
Enabled 123456
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a Sens|T Test and Measurement

File Edit View Format Help
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Sensl|T Test and Measurement

File Edit WView Format Help

Dizplay Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode

Dizplay Table | Sum Channel | Math Channel

Ch# Status SN Reading Units
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a Sens|T Test and Measurement

File Edit View Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode
Display Table | Sum Channel | Math Channel
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Sensl|T Test and Measurement

File Edit WView Format Help

Dizplay Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode

Dizplay Table | Sum Channel | Math Channel

Ch# Status SN Reading Units
1 Enabled | - :

Enabled
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a Sens|T Test and Measurement

File Edit View Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode
Data Logging Settings | [ ata Logging Graph | Data Logaing Properties | Data Logaing Table

[rata Logaing

2. File Path

# %
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Microgoft Excel Options
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+ +0 6 333N & 6 %&5 %'&

9
>0 33 353 + 0 3
0 50 0

*

0 0 +0 0 3 5
5 5 333 53 53 33 3
53 6
|/$ *
-(- 2 133 34 + 050 3 5 + C5 5
5

10 Thomas, Irvine, CA 92618 USA T (949) 465-0900 F (949) 465-0905 futek@futek.com www.futek.com




SensIT Test and Measurement Version 2.1.4000.0 Softare Manual

+
E -+ 3 )-0 + 5 5 0
0 3 5 0 5 5 0
)-0 5 5 60 )-0 E 0 O 3 3
65+ 5 5 0
-+ )_0
$
3 5 ++ + 3 333

10 Thomas, Irvine, CA 92618 USA T (949) 465-0900 F (949) 465-0905 futek@futek.com www.futek.com




SensIT Test and Measurement Version 2.1.4000.0 Softare Manual

5 3+ 0 o0 33 3 0.3 +.
6 00 5

Sens|T Test and Measurement

File Edit View Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode
Data Logging Settings | ['ata Loaging Graph | Data Logaing Properties | Data Logaing Table
Data Logging Graph
2.500
2.000
g 1.500
E
=
£ 1.000
o
0.500
0.000
2:52:32 PM 2:52:32 PM 2:52:32 PM 2:52:32 PM 2:52:32 PM 2:52:33 PM
Time [h:mm:ss AM/PM]
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= SensIT Test and Measurement

File Edit View Format Help

Display Mode Data Logging Mode | Live Graphing Mode ” Calibration Model

| Data Loaging Settings H Data Logging Graph | Diata Logging Properties | Data Logging T able

Channel Status Serial Number
Enabled 123456

Enabled 654321

Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
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Record: 4
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ﬂ SensIT Test and Measurement

File Edit View Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode
Data Logging Settings || [ata Logging Graph | Data Logging Propertiss | ['ata Logaing Table
Sample Number Number of Samples ADC Value Tracking Value PeakValue Valley Value Date A
0 1 13215066 2.000 2.000 2.000 Tuesday, Octol
1 1 13215059 2.000 2.000 2.000 Tuesday, Octol
2 1 13215035 2.000 2.000 2.000 Tuesday, Octol
3 1 13215044 2.000 2.000 2.000 Tuesday, Octol
4 1 13215048 2.000 2.000 2.000 Tuesday, Octol
5 1 13215042 2.000 2.000 2.000 Tuesday, Octol
6 1 13215029 2.000 2.000 2.000 Tuesday, Octol
T 1 13215034 2.000 2.000 2.000 Tuesday, Octol
8 1 13215033 2.000 2.000 2.000 Tuesday, Octol
9 1 13215041 2.000 2.000 2.000 Tuesday, Octol
10 1 13215072 2.000 2.000 2.000 Tuesday, Octol
11 1 13215064 2.000 2.000 2.000 Tuesday, Octol
12 1 13215040 2.000 2.000 2.000 Tuesday, Octol
13 1 13215062 2.000 2.000 2.000 Tuesday, Octol
14 1 13215085 2.000 2.000 2.000 Tuesday, Octol
15 1 13215086 2.000 2.000 2.000 Tuesday, Octol
16 1 13215057 2.000 2.000 2.000 Tuesday, Octol
17 1 13215020 2.000 2.000 2.000 Tuesday, Octol
18 1 13215061 2.000 2.000 2.000 Tuesday, Octol
19 1 13215063 2.000 2.000 2.000 Tuesday, Octol .,
Record; { 1 or 101 (k)% »
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a Sens|T Test and Measurement

File Edit View Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode
Live Graph Settings | Live Graph || Live Graph Properties | Live Graph Table

Live Graph

1. Settings
2. File Path

3 Start Test

4 Stop Test

# %II
0. 6 1 4+ 3
o !, +0 6 +
' 0. 53 5 0 6 0 1 4+ 3 1
4+ 0 53 0+ + —+
.- 33 1 4+ 3 33 2 1333
+ 3 3+ 3 333 + B 0
2 1333
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File
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s Walues
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1

) Time [homm:ss AMAPM]

Microgoft Excel Options

() Enable Auto Chart

(%) Dizable Auto Chart

Apply Settings

[ Apply Settings

Test Interval
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0| Minutes
1| Seconds

Refrezh R ate

1| Seconds
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100| Samples
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SensIT Test and Measurement

File Edit View Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode
Live Graph Settings | Live Graph | Live Graph Properties | Live Graph T able
Live Graph
2.5
2
- 15
=
[-9
=
CEI
0.5
0
3:24:26 PM 3:24:2T PM 3:24:27T PM 3:24:28 PM 3:24:286 PM
Time [h:mm:ss AM/PM]
Color S/N (Mode) {X,Y} Coordinates Color S/N (Mode) {X,Y} Coordinates
123456 Tracking {X=0,Y=0.000] —— 654321 Tracking {X =0, Y = 0.000}
123456 Peak {X=10,Y = 0.000} 654321 Peak {X=10,Y = 0.000}
—— 123456 Valley  {X=0,Y=0.000] —— 654321Valley  {X=0,Y = 0.000}
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= SensIT Test and Measurement

File Edit View Format Help

| Display Mode || Data Logging Mode | Live Graphing Mode | Calibration Mode|

| Live Graph Settings || Live Graph | Live Graph Properties | Live Graph Table|

Status Serial Number
Enabled 123456

Enabled 654321

Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
Disabled
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Record: 4
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a Sens|T Test and Measurement

File Edit View Format Help

Display Mode | Data Logging Mode | Live Graphing Mode | Calibration Mode
Live Graph Settings | Live Graph || Live Graph Properties | Live Graph Table
Sample Number Number of Samples ADC Value | Tracking Value Peak Value Valley Value Date e
0 1 13214850 2.000 2.000 2.000 Tuesday, Octol
1 1 13214790 2.000 2.000 2.000 Tuesday, Octol
2 1 13214827 2.000 2.000 2.000 Tuesday, Octol
3 1 13214855 2.000 2.000 2.000 Tuesday, Octol
4 1 13214842 2.000 2.000 2.000 Tuesday, Octol
5 1 13214802 2.000 2.000 2.000 Tuesday, Octol
6 1 13214840 2.000 2.000 2.000 Tuesday, Octol
T 1 13214786 2.000 2.000 2.000 Tuesday, Octol
8 1 13214830 2.000 2.000 2.000 Tuesday, Octol
9 1 13214878 2.000 2.000 2.000 Tuesday, Octol
10 1 13214907 2.000 2.000 2.000 Tuesday, Octol
1 1 13214811 2.000 2.000 2.000 Tuesday, Octol
12 1 13214835 2.000 2.000 2.000 Tuesday, Octol
13 1 13214805 2.000 2.000 2.000 Tuesday, Octol
14 1 13214821 2.000 2.000 2.000 Tuesday, Octol
15 1 13214838 2.000 2.000 2.000 Tuesday, Octol
16 1 13214827 2.000 2.000 2.000 Tuesday, Octol
17 1 13214862 2.000 2.000 2.000 Tuesday, Octol
18 1 13214808 2.000 2.000 2.000 Tuesday, Octol
19 1 13214818 2.000 2.000 2.000 Tuesday, Octol .,
Record; { 1 of 25k JI% »
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